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I. Introduction 

In more than 15 years of use in rockets and satellites ultra- 
violet spectroscopy has proved to be one of the leading tools in the 
study of atmospheric science, both in terms of the earth's upper 
atmosphere as well as the atmospheres of planets and comets. Over 
this period of time, the instruments used have evolved from the 
large rocket-borne scanning spectrometers used to first measure 
the ultraviolet emissions of the terrestrial airglow and aurora (Fastie 
et^., 1964) to the most recent miniaturized spectrometers included 
in planetary probes to Venus, Mercury and Jupiter that are in many 
cases more sensitive than the original large rocket instruments. The 
development of these modern instruments was made possible by the 
rapid progress in the development of detector technology, pulse count- 
ing electronics using integrated circuit technology, and improvements 
in the art of ruling diffraction gratings. Most recently, much attention 
has been directed to the development of multi -element pulse counting 
detectors for the vacuum ultraviolet, which would combine the large 
information content of photographic film recording with the high effi- 
ciency and quantum detection limit of single pulse counting that can 
be achieved with individual photomultiplier tubes. 

An array of ultraviolet and visible spectrometers will be part 
of the core instrumentation of the AMPS payloads to be flown on Space - 
lab missions beginning in the early 1980's. The ultraviolet region of 
the spectrum, and the vacuum ultraviolet (300-2000 A) in particular. 
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is perhaps the most important for atmospheric science since the prin- 
cipal radiative transitions of the neutral atoms, ions and molecules 
of the most abundant atmospheric constituents occur in this region. 

For AMPS the spectroscopic instrumentation must be capable not 
only of observation of the quiescent or magnetically disturbed atmo- 
sphere, but also of observation of transient events induced by on-board 
accelerators, lasers or chemical releases. Thus, the requirements 
for the AMPS spectrometers can be written in terms of spectral, spatial 
and temporal resolution, with particular combinations of these jiaram- 
eters for any particular experiment. In addition, the power, weight 
and volume limitations associated with satellite and probe experiments 
are not a restriction for the AMPS instrumentation, so that flexibility 
can be coupled with increased sensitivity simply by using the state-of- 
the-art detector technology with large aperture instrumentation. 

The present study examines the possibility of achieving these 
aims using a multi-element focal plane detector array in a conventional 
spectrograph mount. The requirements on the detector array are 
determined from the optical design of the spectrometer which in turn 
depends on the desired level of resolution and sensitivity required. 

The choice of available detectors and their associated electronics 
and controls is surveyed, and it is to be borne in mind that the data 
collection rate from this system is so great that on-board processing 
and reduction of data are absolutely essential. Finally, we will look 
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at parallel developments in instrumentation for imaging in astronomy, 
both in the ultraviolet (for the Large Space Telescope as well as other 
rocket and satellite programs) and in the visible to determine what 
progress in that area can have direc* bearing on atmospheric spec- 
troscopy. 

II. Spectrometer Design 

A. Viewing geometry. With the exception of those emissions 
produced in the vicinity of the Spacelab by experiments on board, 
most of the radiation to be observed will be produced at altitudes 
considerably below the orbital altitude of the Space Shuttle (here 
taken to be in the range of 250-400 km). A particularly useful means 
of observation in this case is a limb- viewing geometry using an aux- 
iliary telescope as illustrated in Fig. la. For a spectrometer at 
altitude z^, an element of the slit area (projected through the tele- 
scope at an angle 9^ below the local horizontal) will receive most of 
its radiation along its line of sight from the tangent point at altitude 
z^, a distance x from the spacecraft; 

z = (z + R ) cos 6 - R , (1) 

e o e e e 

X = (z + R ) sin 6 , (2) 

o e e 

where R^ is the radius of the earth. If now, a slit of length ^ is 
oriented so as to be projected vertically onto the limb (i'^ig. lb). 
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each point on the slit will image a different tangent altitude accord- 
ing to Eq. 1. For a telescope of focal length F, an element of slit 
length will image a vertical height element Az^ given by: 

Az = (z + R ) sin 0 ^ (3) 

e o e e F 

Finally, if we image this slit onto the exit focal plane of the spec- 
trometers, we produce the two-dimensional image. Fig. 2, in which 
the spatial and spectral dispersion appear orthogonal to each other. 

Note that Eq. 3 contains the pointing accuracy requirement if Az^ 

Ay 

is taken to be the snatial resolution element since then AG = ~ 

e F 

would be the stability needed. It is important to know the spectrom- 
eter attitude to this accuracy, which typically is of the order of a 
few arc minutes, even though it may not be possible to actually point 
the spectrometer to this accuracy. 

Telescope parameters will depend on the optical details of 
the spectrometer, but in general the focal length will be chosen to 
image a fraction to several atmospheric scale heights onto the slit 
length, while the f-number should match that of the spectrometer 
collimator. There are instances in which the telescope will not be 
used so that it should be mechanically removable from the spectrometer 
assembly. The telescope is also useful to provide in-flight calibration 
through the observation of a set of standard ultraviolet reference 
stars (Henry et al. , 1975). 




Fig. 2. Focal plane image for vie\ving geometry of Fig. lb 
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B. Ebert -Fastie Mount 

For all spectral ranges longward of 1100 A, the Ebert- Fastie 
configuration offers the advantage of a fast compact spectrometer 
mount with maximum mechanical stability. The basic layout is shown 
in Fig. 3. There are only two optical componentr - a plane grating 
and a truncated spherical mirror. By proper choice of the distance 
of the grating axis to the vertex of the mirror (approximately 0. 4 of 
the mirror radius of curvature) the focal plane will be flat enabling 
the use of a plane multi -element detector at the exit. For purposes 
of illustration, the figure, and the calculations to follow, we assume 
a spectrometer focal length, F, of 0. 5 m (1. 0 m radius of curvature) 
ar d a detector array 25 mm x 25 mm (a standard vidicon size). 

The spectral dispersion, and hence the grating ruling, depends 
on the spectral range that it is desired to span with a detector of given 
width (Fig. 2). In practice, the grating is fixed with its normal at an 
angle 6 to the mirror axis. The incident and diffracted rays make 
angles with the grating normal, a and p respectively, where 

a = e - 

P = e + 

and <i> j and <f> ^ are the respective angles of the incident and diffracted 

rays with the mirror axis (see Fig. 3), The grating equation for the 

th . ... 

n order is then 


nX 


d(sin Q + sin p) 


(• 1 ) 
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which in the case of ^ ^ ^ becomes n\ = 2d sin 6 cos 0 

and the dispersion, in the focal plane is 

' "°x 


where d is the grating spacing. Analagously, we can define a spatial 
dispersion, D , in the direction normal to the spectral dispersion 

Z 

by rewriting Eq. 3 as 


dz 
e 

dy 



sin 6 

e 



(6) 


Equations 5 and 6 now define the imaging properties of the spectrom- 
eter and the resolution, both spatial and spectral, will be limited by 
the optical aberrations. 


C. Aberrations 

The principal aberrations in the Ebert configuration are astig- 
matism and coma (Fastie, 1952), and these will be most severe in the 
four corners of the detector field. The length of the astigmatic image 
of a point on the slit can be calculated using Coddington's Equations 
(Strong, 1958) to compute the image distances s'j| and s of the parallel 
and perpendicular images, respectively. The separation between these 
images can be written simply in terms of a^, the angle between the 
central ray and the mirror normal (Fig. 3): 


As' 




a. 


F 


(7) 
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from which the image length is „^ven in terms of the f/number of 
the system by 


a/' 


As' 

f 


( 8 ) 


Coma at the center of the detector can be made to ^ anish if the 

angles a , P , a and a^ satisfy 
1 ^ 


^1 _ cos^ P (9) 

^2 cos^ Q 

where now refers to the ray passing through the center of the detector 
(Shafer et al. , 1963). The coma at the edge of detector (of width w) can 
be shown to be 


6 



( 10 ) 


For the 0. 5 m focal length spectrometer of Fig. 3, <i>^ = 10. 1°, = 11. 3 \ 

a = 0. 11, a_ = 0. 12, the astigmatism is 0. 6 mm in the direction of the 

1 M 

slit length, while the maximum coma is 0. 1 mm in the direction of the 
dispersion. For points not on the central plane the astigmatic image is 
curved and at the ends of the slit the spread in the direction of the dis- 
persion is comparable to the coma. This now defines the detector element 
size Ay x Ax and consequently the spectral resolution AX = Ax • and 

the spatial resolution Az = Ay D . The number of detector elements for 

2 / 

a square array of side w is then w /AxAy. 



D. Spectral Resolution 


In practice one would not have a single detector element equal to 
the spectral or spatial resolution element, but rather three ot- more 
detector elements would span the half-width (FWHM) of the instrument 
response function or the altitude function. Note that it is always possihl 
to operate a‘ a poorer resolution by electronically summing adjacent 
detector elements in one or h^th dimensions so as to produce "new" 
elements of integral multiples of the basic element size. At the same 
time the entrance slit could be mechanically opened to achieve the 
increased sensitivity obtained with the reduc'.ion in resolving power. 

At the highest desired spectral resolution, it will not he possible 
to observe at any one time the entire spectral range that a given photo- 
cathode is sensitive to. Thus the grating position (i.e., the angle (^) 
will have to be adjustable and programmable accordir g to each indi- 
vidual experimenter's needs. In fact, in order to provide the tmtirt; 
range of spectral resolution required will most likely require more 
than one grrting, and a straightforward means of achieving this would 
employ two or more gratings mounted on a common shaft, the angular- 
position being set l^v a small torque motor. 

To illustrate this, we consider the far ultraviolet region access- 
ible with lithium fluoride optics and a Csl photocathode, rougiily llTrO - 
1900 A. The spectral characteristics for 0. 1 mm detector elements in 
the direction of the dispersion are given in I'able I for three different 
grating rulings. The practical limit, in this ease using the gratings in 
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first order to avoid overlapping orders and order sorting filters (which are 
very inefficient in the far ultraviolet) is about 0. 5 A. The most useful case, 
for atmospheric spectroscopy, where a resolution of 10 A is often more 
than adequate is provided by the 980 grating which would cover 500 A 

at one time and require only 2 grating positions to allow complete coverage 
of the spectral range. A list of other spectral properties for other visible 
and near ultraviolet sensitive detectors is given in Table II. 

E. Sensitivity 

The principal advantage of the multi -element detector array arises 
from the fact that each spectral and spatial element is observed for the 
full time of the observation, and that all spectral elements are observed 
simultaneously so that time histories of different emission lines can be 
obtained with a single instrument. This latter case is especially useful 
in determining delay times in the emission of radiation from metastable 
atomic or molecular states relative to the prompt emission coincident 
with a given excitation process. In the one -dimensional case, if we have 
N spectral elements and the observing time is T, for a scanning spectrom- 
eter each element would be observed for a time T/N, as opposed to time 
"T for the multi-element detector, so that in the case where the counting 

statistics determine the sensitivity limit, the signal-to-noise improvement 

1/2 

for the multi -element detector is N . For 256 elements this improve- 
ment is 16. Note, however, that in order to achieve this with a scanning 
spectrometer an increase in observing time of a factor N would be required, 
xhis advantage has been recently achieved in a rocket -borne spectrometer 
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Table I 


Grating 

980 

3600 

5670 

Dispersion (A/ mm) 

20 

5 

3 

Wavelength Span in 
25 mm (A) 

500 

125 

75 

Number of Detector 
Elements 

250 

250 

250 

Resolution Element (A) 

2 

0. 5 

0. 3 

Number of grating positions 
cover entire range 

2 

6 

10 


Table II 


Spectral Range 

1800-3000 A 

3000-6000 A 

Photocathode 

RbTe 

Bi -alkali 

Grating (-£/mm) 

980 

300 

Dispersion (A/ mm) 

20 

64 

Wavelength Span in 25 mm (A) 

500 

1600 

Resolution Element (A) 

2 

6.4 
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used by Vitz et^. (1976) to observe stars in the far ultraviolet. An 
improvement in signal/noise ratio of nearly the theoretical value, 
was achieved with a 100 element detector over a previous measurement 
with a scanning instrument (McKinney et^. , 1976). 

For a diffuse radiation source of brightness expressed in 
Rayleighs, the signal in counts sec”^ can be written as 


, ^6 A A Q- T- cos a 

s = B • 

X s 47 t 


( 11 ) 


where A^ is the element of slit area imaged onto 
a detector element, in our case AxAy, 

A^ is the ruled area of the grating, 

Q. is the detector quantum efficiency at wavelength 
and T is the spectrometer transmission at \. Generally, the calibration 
technique will measure the product Q. T (see Appendix B). In terms of 
the dispersion and the spectral and spatial resolution elements we have 


AxAy = A\Az D, D 
e \ z 


( 12 ) 


Defining S as the sensitivity in photoelectrons sec*^ R ^ we can rewrite 
\ 

Eq, 11 as 


• -f) (QxT, cos a) (AXAz D, D (13) 

\ 47t \ \ e X z 

F 


where the first term on the right contains only the spectrometer dimen- 
sions, the second term is wavelength dependent and the third term 
depends on the choice of spectral and spatial resolution and dispersion. 


If the instrumental resolution is greater than the AX corresponding to 
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a single detector element, then by summing all of the elements in an 
instrumental half -width we get the resultant sensitivity which is equiva- 
lent to using the FWHM for A\ rather than the detector clement. An 
example of S. obtainable with the instrument described in Table I is 
given in Table III, where the element of height resolution has been taken 
to be 0. 5 mm in the focal plane. This corresponds to Az^ % 1 km for 
a 0. 5 m focal length telescope. 

Inc’^ eased sensitivity can be achieved at a loss of spatial infor- 
mation by orienting the spectrometer entrance slit parallel to the 
horizon as shown in Fig. Ic. In this case the telescope images a 
horizontal slice of the limb of height Az^ onto the entrance slit and 
all of the detector elements at a given wavelength receive radiation 
from the same height region of the atmosphere. In terms of the entrance 
slit spectral width 6 X, this height element is given by 

Az = 6 X • D • D (14) 

e X z 

and for a slit of length the sensitivity obtained by summing the 
counts from all of the vertical detector elements is then 

S; = JfJ <Q,\cosa) f^AX- (15) 

Examples of obtainable S' are also given in Table III, and it can be 

seen that emission features of the order of 3 Rayleighs can be detected 

at 10 A resolution in 1 second with approximately 10% statistical uncertainty. 



1 1 

1 

-16- 

i 1 


Table III 


Spectrometer Sensitivity 


Focal Length 

0. 5 m 


Grating 

3600 ^/mm 

980 ^/mm 

A. Slit Vertical 



Spectral Resolution, AX 

10 A 

10 A 

Spectral Dispersion, 

50 A/cm 

196 A/ cm 

Spatial Resolution, Az^ 

1 km 

1 km 

Grating Area, A^ 

2 2 
10 cm 

2 2 
10 cm 

Satellite Altitude, z 

o 

250 km 

250 km 

Viewing Altitude, z^ 

100 km 

100 km 

Spatial Dispersion, D^ 

28 km/ cm 

28 km/ cm 

(mean 1200-1500 A) 

0. 02 

0. 02 

S- (per height element) 

0, 45 pe sec ^R ^ 

0. 12 pe sec ^R ^ 

B. Slit Horizontal 



Spectral Resolution, AX 

10 A 

10 A 

Height Element, Az^ 

5. 6 km 

1. 4 km 

Slit Length, -C 

2. 5 cm 

2. 5 cm 

^X 

32 pe sec ^R ^ 

8 pe sec R 


1 
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Note that Sj^ also describes the sensitivity of the spectrometer when 
used without the fore -optical telescope. In this case. S' refers to the 

K 

average brightness in a field roughly 10 x 12°. 

F. The Extreme Ultraviol et 

Below 1100 A, the reflectivity of overcoated aluminum sur- 
faces decreases rapidly and the efficiency of the Ebert mount, which 
requires three reflections, becomes very poor. For this region 
a more suitable spectrorieter configuration is the Paschen mount 
in which a concave grating is used together with an entrance slit 
and detector array located on the Rowland circle, as shown in Fig. 4. 
Suitable materials for overcoating the grating exist which provide 
reflectivities at near normal incidence of 10-20% or greater for all 
wavelengths above 300 A, which is the lower end of the range of 
interest in atmospheric spectroscopy. The only aberration to con- 
sider is astigmatism which is described by Eqs. 7 and 8 with a^ 
replaced by a , the angle between the central incident ray and the 
grating normal. For a 0. 5 m spectrograph with a 3600 ^/mm grat- 
ing operating between 500 and 900 A, % 0. 5 mm for an f/lO 
system. The concave grating instrument will thus have the same 
height resolution as the f/5 Ebert spectrometer described above 


but it will be a slower instrument. 


/ 


I ENTRANCE SLIT 



Fig. 4. Concave grating spectrometer for the extreme ultraviolet 
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III. Detector Arrays 

Imaging photoelectric detectors exist today in several different 

forms. For the visible, near -ultraviolet and near-infrared there are 

large families of vidicons and image orthicons which can provide large 

2 

image area (the 25 x 25 mm size used in the spectrometer calculation 
is by no means the largest available) and high resolution 0. 025 mm). 

In these devices, photoelectrons produced at the photocathode are accel- 
erated and magnetically or electrostatically focussed onto a target in 
which charge multiplication occurs. Charge stored in the target is 
then read out using a raster scanning electron gun. Another type of 
charge storage detector, a more recent semiconductor development, 
is the charge -coupled device (CCD), and in this case the optical image 
is formed directly on the device. A review of the state-of-the-art 
(as of 1972) of these types of devices is available as a report of a NASA 
symposium (Sobieski and Wampler, 1973). 

For the vacuum ultraviolet, these detectors would have to be 
used with an image converter, which in addition to increasing the size 
and complexity would tend to degrade the sensitivity and resolution of 
the detector. Furthermore, the sensitivity of a vidicon type detector 
is limited at very low light levels by preamplifier noise since the read- 
out system is basically an analog measurement. The dynamic range is 
also limited by the spreading of charge within the target material. These 
two properties are exactly the opposite of what is desired in a detector 
for atmospheric spectroscopy. 
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A more attractive detector for the vacuum ultraviolet is the 
micro-channel plate (MCP) detector, shown in Fig. 5, which is an 
array of glass channel electron multipliers, each acting as an inde- 
pendent photomultiplier. If an image is formed on the input side of 
the MCP, the emerging multiplied electron pulses will retain the image 
propex^es to a resolution equal to the spacing between adjacent channels 
which is typically of the order of . 02 -. 05 mm. In the ultraviolet, with 
either a coated or uncoated input surface, the MCP has virtually no 
dark count rate, so that it would appear to have the ideal properties 
for an image retaining pulse counting detector. The problem in using 
the MCP is to find the means to record the arrival of a pulse as well 
as its position, in two dimensions, relative to some fiducial axis on 
the array. An obvious technique is to use the MCP as an image con- 
verter in which the output electron pulses produce a visible image on 
a phosphor screen which is then recorded by a vidiccn-type device. 
However, this would negate the advantages gained by pulse counting and 
is not desirable. 

In practice, the MCP is hardly an ideal pulse counting detector. 

A single channel in a MCP does not behave like a channel electron multi- 
plier because ion feedback in the straight channel limits the maximum 

4 

gain to less than 10 and the resultant pulse height distribution is a 
gradual exponential. To reduce the ion feedback and increase the gain 
to where a saturated pulse height distribution is obtained, two MCPs 



Channel Multiplier Array 


Incident 

Radiation 



Output Contact • Inconel Film 


Amplified 
^ Electron 
Output 


Fig. 5. Micro-channel plate detector. From D. J. Ruggieri, 

IEEE Trans. Nuc. Sci. , Vol. NS-19, No. 3, June 1972. 
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7 

are used in the chevron arrangement shown in Fig, 6. Pulses of 10 
electrons or greater can then be detected by a suitable device mounted 
in close proximity to the near MCP surface. 

In the last few years, several techniques for direct readout of 
micro -channel plate arrays have been developed for use in ultraviolet 
and soft x-ray astronomy. One -dimensional detectors have recently 
flown successfully on several rocket experiments and prototype detectors 
are being tested for Mariner/ Jupiter/ Saturn and High Energy Astro- 
physical Observatory -B. The techniques fall into two general categories; 
those that use division of charge to compute the pulse position, such 
as the resistive anode (Lampton and Paresce, 1974; Lawrence and Stone, 

1975) , and those that use discrete charge collection, such as the Digicon 
(Tull et al. , 1975) or the multianode detector (Timothy and Bybee, 1975, 

1976) . An interesting hybrid is the cross-grid readout of Kellogg et al. 
(1976) being developed for HEAO-B. 

Resistive anodes, which employ charge division, are basically 
simpler devices requiring either 2 or 4 preamplifiers for a 1 or 2 dimen- 
sional readout, respectively. However, the analog calculation of pulse 

4 

position is time consuming and a practical upper limit of 2 x 10 counts 
sec~^ (over the entire area of the detector) has been obtained, A com- 
prehensive survey of charge division techniques and various electronic 
readout schemes is given by Lampton and Paresce (1974), The rela- 
tively low dynamic range resulting from the low maximum counting rate 
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CHAMBER 
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FEEDTHROUGHS 


HV SUPPLIES 



Fig. 6. Micro- '’hannel plate chevron arrangement for pulse counting. 
From ' • dix Technical Application Note on the Bendix 
Chevron Channel Electron Multiplier Array. 
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is not often a serious problem since in general a multi-element detector 
will be employed mainly in the observation of weak sources. However, 
when calibration using bright sources is necessary or when a larger 
dynamic range is needed to avoid saturating a detector on strong sig- 
nals which would tend to prevent the detection of the weaker features, 
some other means must be found to reduce the count rate. Both Vit/. 
et a l. (1976) and Lawrence and Stone (1975) have successfully flown 
one -dimensional resistive strip detectors on Aerobee rockets achiev- 
ing a resolution of 0. 1 mm, and a two-dimensional "Ranicon" (Lampton 
and Paresce, 1974) will be flown this year. 

Of the discrete detector systems, the Digicon (Tull et al. , 1975) 
uses a self-scanning diode array, which like the Vidicon is an analog 
system. For MJS, electrons from the MCP will strike the diodes 
directly, unlike previous systems in which the MCP and diode array 
were used as an image converter. In the self-scanning mode, only one 
amplifier is needed since the diodes are sampled in succession and the 
total charge acci mulated since the previous readout is determined as 
an analog voltage. This device is particularly useful in ground-based 
astronomical spectroscopy in the visible region of the spectrum as 
described by Tull et a l. (1975). Timothy and Bybee (1975, 1976) have 
described both one- and two-dimensional array detectors (Fig. 7) in 
which individual pulses are collected by evaporated wires connected to 
individual preamplifiers. For an array of N w'ires, N amplifi»*rs are 
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needed. The two-dimensional version employs crossed arrays and 
coincidence circuitry to identify the two orthogonal coordinates of a 
given pulse. For an array of N x M detector elements, N + M pre- 
amplifiers are necessary. In the previous section we used a 250 x 50 
array which would necessitate 300 separate high input impedance ampli- 
fier circuits, which even with current microelectronics capability 
would lead to large volume and power requirements and reliability 

problems. However, the system is the fastest of any considered with 

6 1 

counting rates in excess of 10 counts sec possible. The ultimate 
limit will probably be set by the maximum rate at which a noicropro- 
cessor can handle the position information. Also, this system is per- 
haps the most flexible for atmospheric spectroscopy in being able to 
exclude unwanted data, vary the basic detector element size or achieve 
high temporal resolution. 

The crossed -grid readout of Kellogg et aL (1976) also uses 
crossed arrays of wire detectors, but these are self-suspended rather 
than deposited on a semiconductor substrate as are those of Timothy 
and Bybee (1976). Each set of eight wires is resistively coupled to a 
single amplifier so that charge division is used over a relatively small 
range. In devices built to date, a resolution of 0. 02 mm has been achieved 
with wires spaced 0. 2 mm apart (and amplifiers 1. 6 inm apart). For a 
25 X 25 mm array 32 separate amplifiers are needed. Ti.e dec( . ing logic 
for this system is perhaps the most complex of any system currently in 
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use, although the 10 times reduction in the number of amplifiers over 

the Timothy and Bybee readout is a clear advantage. It should be noted 

that all of the discrete readout systems have been built on a relatively 

2 

small scale and that a full array for a 25 x 25 mm detector does not 
exist at present. 

Finally, we wish to comment that the foregoing discussion points 
up the need, regardless of which system is used, for a dedicated micro- 
processor/computer to control the spectrometer and accumulate, store, 
process and transmit the data from the multi -element detector. A 

minimum core size, for data storage alone, is N x M which is of the 
4 

order of 10 for a 250 x 50 element array. 

IV. Conclusion 

In the preceding discussion, the optical properties of a multi- 
element detector spectrometer have been evaluated for an instrument 
of the size and weight suitable for inclusion in the AMPS payloads aboard 
Spacelab. Within this constraint, it is found that spectrometer designs 
of the type currently used in various space applications, can be used 
with sufficient spectral and spatial resolution to satisfy the requirements 
for atmospheric spectroscopy and with a substantial improvement in 
sensitivity over scanning instruments. For the vacuum ultraviolet, the 
microchannel plate array detector allows for pulse -counting detection 
o" individual photoelectrons while at the same time not impairing the 
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system resolution set by the optics. Ihe major problem is detector 
readout and the development of several different techniques is currently 
in progress for various NASA programs such as Large Space Telescope, 
Mariner Jupiter/ Saturn and HEAO-B. The choice for the AMPS spec- 
trometers wTl depend on the ability of a given system to provide the 
flexibility and time resolution required for the different types of atmo- 
spheric experiments to be flown on AMPS. Similar spectrometers and 
detector systems can be used in the visible and near-infrared regions 
of the spectrum by using the MCP detector in a sealed tube behind a 
suitable semi-transparent photocathode, so that an array of similar 
spectrometers and ancillary electronics can be used to span the entire 
spectral region from vacuum ultraviolet to near -infrared and since the 
instruments are similar the design and fabrication costs can be mini- 
mized. An instrument description of such a candidate array for AMPS 
is given in Appendix A. 

Besides the problem of detector readout, another problem arises 
from the implicit nature of inulti -element detectors, namely the large 
volume of data that must be processed. In a space laboratory with 
many instruments operating simultaneously, telemetry bandwidth avail- 
able to a single experiment is limited, and even if all of the raw data 
could be transmitted to the ground, much of it would often be unneeded. 
Thus, any readout system must be coupled with a dedicated micropro- 
cessor which, in addition to controlling the instrument and collecting 
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the data, would also be able to interact with the experimenter to deter- 
mine how to select the data and choose the proper format for trans- 
mission. The interlace between this microprocessor and the Spacelab 
computer is thus vital to the successful operation of a multi -element 
detector spectrometer on AMPS. 

Finally, one problem area which has not been discussed above 
is that of photometric calibration of detector arrays and in particular 
the variation in effective quantum efficiency with position on the array. 
In recent years there have been considerable advances in calibration 
techniques for the vacuum ultraviolet. In Appendix B, we include a 
description of the facility which was built at Johns Hopkins University 
for the calibration of the Apollo 17 Far Ultraviolet Spectrometer and 
which appears ideally suited for the calibration of multi -element 


detector spectrometers. 
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INSTRUMENT NO. : 3 

I. Title : MULTIPLE SPECTROMETERS 

II. Objective : Monitoring of atmospheric emissions in the spectral range 
of 300 to 8, 000 A. These emissions will be both naturally occurring 
solar -induced emissions and emissions resulting from simulation 
experiments conducted aboard Spacelab such as electron beam injec- 
tion and chemical releases. 

III. General Description : 

A. Configuration : The entire spectral range is covered by a series 
of four spectrophotometers, each optimized by choice of grating 
ruling and photocathode to provide maximum sensitivity in about 
one octave of the spectrum. The use of two-dimensional multi- 
element photon counting detector arrays will simultaneously pio- 
vide spectral resolution and one -dimensional spatial resolution 
when the spectrometers are used with an auxiliary telescope. 

Both high and low resolution will be available via interchangeable 
gratings. High sensitivity can be achieved at a loss of spatial 
resolution by simply rotating the spectrometer by 90° in a limb- 
viewing geometry. In this case the feature of being able to observe 
several emission lines simultaneously is maintained. The basic 
configuration of the spectrometer array would consist of four 
spectrometers for the following bands: 
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300 - 1100 A (extreme ultraviolet) 

1100 - 1900 A (far ultraviolet) 

1900 - 4000 A (near ultraviolet) 

4000 - 8000 A (visible -near infrared) 

The extreme ultraviolet spectrometer would be a concave grating 
instrument while the other three would be of the Ebert-Fastie 
design. The focal length of all spectrometers will be 0, 5 m. 

B. Subsystems : 

1. Telescope and deployment mechanism 

2. Entrance slit width mechanism 

3. Grating position mechanism 

4. Multi -element detector system and electronics (most likely 

a dedicated microprocessor) 

C. Specifications : 

Spectral Characteristic s: 

Spectra l Range : See III. A above 

Spectral R esolution : Depends on grating ruling and entrance 
slit width, but typically it will be possible to go from 0. 5 A to 
> 10 A in the ultraviolet. The spectral resolution AX is 
related to the spectral range covered by a given grating 
(X^ - Xj) by 


AX 1 
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where is the number of detector elements in the direction 

of the dispersion. For a 0. 5 m focal length spectrometer wdth 
2 

a 25 X 25 mm detector, aberrations limit N . to % 250. 

d 

Sensitivity : The signal, S, in photoelectrons sec ^ Rayleigh ^ 
for the spectrometer just described in a limb viewing mode 
(slit perpendicular to horizon) is given by: 

S, = 3. 2 X 10^ QT Az A\ D D 
\ z >. 

where Q = quantum efficiency of the detector at wavelength X 

r = transmission of spectrometer and telescope at X 

Az = element of height resolution in km 

AX = element of spectral resolution in A 

= spatial dispersion in km cm ^ 

D = spectral dispersion in A cm \ 

A 

For an example we take a spectrometer flying at 250 km altitude, 
with a grating of 980 1/mm, near 1400 A the sensitivity for 10 A 
spectral resolution, 1. 2 km spatial resolution is 0. 13 pe sec \ 
Viewing with the slit parallel to the horizon the sensitivity is 
increased to 


S,' = 8. 0 X 10^ QT AX D. 

\ \ 

D 

where now Az = AX * — 

\ 

In the above example S^' = 8. 0 pe sec'^R \ 


i 

i 

i 
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The minimum detectable signal will ultimately be determined 
by the detector dark count rate and the scattered light signal. 
Field of View ; 12° x 10° without telescope (except for the EUV 
spectrometer which is ~ 5° x 5°). 2. 9° x (0. 01° to 0. 1° depend- 

ing on entrance slit width) with telescope. 

4 -1 

Dynamic Ra nge: At least 10 photoelectrons sec 
Spatial Resolution : ss i km in limb viewing geometry. 

Off -Axis Re j ection: System must be baffled from sunlight to 
permit daytime observations to within 30° of the sun. 

Time Constant : Data is processed in real-time by dedicated 
microprocessor. Readout time is determined by rate at which 
data can be read from microprocessor memory. Accumulation 
time is controlled by the experimenter and can range from a 
practical minimum of ^ 0. 1 sec to several hours. 

Ac cur a cy: Photometric calibration of all of the spectrometers 
will be better than 20%. Inflight calibration using stellar sources 
will be used to monitor possible instrument degradation. 
Polarization : TBD 

Detector : Multielement array consisting of a pair of micro - 
channel plate detectors and a suitable readout device still to be 
determined. The detectors for wavelengths longer than 2000 A 
will be sealed units. For the vacuum ultraviolet instruments 
the detectors will be windowless but will require being kept 
under vacuum before launch in order to prevent cieterioruf inn 


of the photocathode surface. 
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Power : Mechanical subsystems: Intermittent use 10 W. Each 
detector: TBD (depends on detector readout device and 
microprocessor) 

Physical Dimension and Weight ; 

Each Spectrometer (including detector); 0. 3 m x 0. 3 m x 1 m. 
Telescope: TBD, depends on baffling. 

Weight: 15-20 kg total for each spectrometer. 

IV. Op eration ; 

A. Pointing Requirement : ^ 6 arc minutes. 

B. Spacelab position and altitude : > 250 km. Spectrometer must be able 

to view towards limb, zenith or nadir. Slit orientation must be variable. 

C. Stabilization: £ 1 arc minute in limb viewing mode. 

D. Frequency and duration of data taking: See Time Constant section. 

E. Cooling: Ordinary ventilation for the electronic equipment. 

F. Complementary operation : TBD. 

V. Checkout and Tes t: 

A. Boresighting Requi rement: TBD 

B. Prelaunch Checkout: Normal functional checks. 

C. Prelaunch Calibration: Calibrations at the lab before delivery is 
adequate. 

D. Inflight C alibration : Inflight calibration using stellar sources will 
be used to monitor instrument status and provide an inflight photo- 


metric calibration. 
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VI, Control and DisplE.y ; 

A. Control : The following control functions should be provided for 
each instrument: 

Power (On/ Off) 

Select Telescope (yes or no) 

Select Slit Orientation 
Select Wavelength Range 
Select Dispersion 

Select Accumulation Time and Readout Time 

B. Display : The following displays are required for each instrument 

Two-dimensional raster (counts vs. z and X.) 

One -dimensional plot of a) counts vs. z (constant \) 

b> counts vs. X (constant z) 


VII. Data : 

A. Scientific : Bit rate depends on readout rate from microprocessor 
memory. For example, a 50 x 250 element array will require 

4 

1. 25 X 10 storage locations. If each word is 8 bits, then the 

5 5 

total data requirement is 10 bits, or a 10 Hz bit rate for a 
1 sec readout. However, it should be possible to program the 
readout of only a small part of the memory at a higher sample 
rate (hit rate remaining constant) depending on the requirements 
of the experimenter. 

B. Housekeeping: 3 analog channels per spectrometer. 

VIII. Developmen t Status: The only area in need of development is that 
of detector readout and associated microprocessor. 
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Spectroradiometric Calibration Techniques in the Far 
Ultraviolet: A Stable Emission Source for the Lyman 
Bands of Molecular Hydrogen, by W. G. Fastie and 
Donald E. Kerr. Appl. Opt. 14, 2133, 1975. 
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Spectroradiometric calibration techniques in the far 
ultraviolet: a stable emission source for the 
Lyman bands of molecular hydrogen 


W. G. Fastie and Donald E. Kerr 


The problem* aaaociated with making accurate apectroradiometric meaauremeniH in the fur ov ri-gion lire 
(ketched briafly. The equipment and method* that were developed for providing ahaolute senaiiivitv nili 
hratiun of an Apollo 17 far uv apectrometer are deacribed. The ahaolute referriice atniulnrda were ph'>i" 
electric diodea calibrated at the National Hureau .>^ ''tandard*. A complete \'a( .aini ofiticnl facililv. whu ti 
included a premonochromator and itahle uv light ’ uicea, waa developed .liihrate the A|hiIIo 17 lll^lr(| 
ment. and it haa been uaed for a number of othe .jitka. Ahaolute radiometric i .ililirnliona Ix'tween hIkioi 
1200 A and 1700 A were performed with an alia t >e accuracy of ±10%. The light source, which was ile 
aigned to provide a very stable light o tput. is • U>v pi*raure molecular hydrogen lamp iu which the jirei 
sure ia *tal:;lized by thermal control o. uranium hydi-irte [xiwder. Individual emissi iti lines of the l.vmun 
moieculai' band ly, <em of H 2 arc uaed for calibra’iim piirpoaea. The lamp ntao 1 npiously emits the i 7 1 7 7 


A line (I.y«) of atomic hydrogen. 


I. bitroducflon 

There is increasing demand in laberratory and 
spat e physics for accurate measurement of spectral 
radiance t'f many kinds of light sources in the vacu- 
um uv region. 1'his paper describes st.me Techniques 
and equipment that were developed inititilly for ab- 
.solute calibration of the Johns Hopkins University uv 
spectrometer on the Apollo 1 7 mission.''^ Wivh 
small modifications, however, they have been directly 
applicable to numerous other rocket and satellite 
spectrometers in the 1 IPC :KKK)-A wavelength range. 

A major difficulty in this field is that there is no 
reasonably simple primary standard s^lurce of spec- 
tral radiance in the vacuum uv region. Although 
g(M>d progress has been made in applying the wall- 
stabilized hydrogen arc t<i 1 his purpose,* the arc is 
not yet ready for the present task. The alternate 
route of applying various forms of absolute or trans- 
fer standard detectors is equally useful for many pur- 
poses. A g(K>d review of the latter possibilities has 
l)t*en given hy ('anfield ft at*; they outline the ma; r 
reastins that make the transfer standard detecttir 
particularly useful for the needs of our program. 
Vacuum photodiodes of g(M»d stability are now avail- 
able commercially, and the National Bureau of Stan- 


Whvn this work was donr, Ixilti authors wrrt- with I hv lolim, 
Hopkin* I nivrrMlv. Hbysiis I.Vpart mrnl. Haltiiiicirt- .\1ur\laiul 
'ilZlS 1). K Kfir died 20 May 197.7 
Heieiveil 19 Man h 197.7 


daro3 can provide absolute calibrations of their sensi 
tivity !o an accuracy Itelieved to be'* within itVk). 
Other developments described here, including stab’ ■ 
uv light sources, vacuum optical facilities of moder- 
ate size, and methods of measuring polarization and 
scattered light produced by optical components, have 
aided greatly in simplifying the calibration problem. 
By appropriate combinations of these techniques we 
believe that we can now consistently obtain absolute 
calibrations of instrument sensitivity to within ± 10‘S., 
including t ie uncertainty for the photodiode. 

II. Ganaral C ascription of Mothod 

A diagram . the calibration sys.em is shown in 
Fig. 1 Li;*hl from the uv source (a stable discharge 
tufje) . passed through a premonochromator with a 
small exit slit to a concave transfer nii’Tor Af / . which 
can be rastered in two dimensions s< that the entire 
image of the premonochromator exit slit can Ik* di 
rected to all points within the ei.lrjince slit ol the 
spectrometer to be calibrated. 'I'he prernoniH hroma 
tor has sufficient resolution to isolate imlivulual 
emission lines of .1 gaseous disi barge smm e. Alter 
natively, the beam can he offset to illuminate about a 
1-cm' area of either of two referettn* photomultiplier 
lulies, which art lietween the mirror and the spec 
tromeier. A mask at the plane tolding mirror Af/. 
limits tt e relative aperture of the beam to //HO. The 
reference photomultiplier tulx's to whii h the premo 
nochromatiir beam can be directed are ealibraled be 
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Fig. 1. Schematic diagram of calibration test equipment (plan view). 


fore and after the spectrometer is installed by placing 
a diode, calibrated at the National Bureau of Stan- 
dards, at the spectrometer location so that the pho- 
ton flux in the beam can be determined at all wave- 
lengths of interest. The spectrometer is mounted in 
the vacuum chamber on a gimballed plate, which is 
so arranged that the centers of rotation of the two 
axes coincide with the center of the entrance slit and 
with the center of the focal plane of the transfer mir- 
ror Mt- Two-axis motion of the gimballed plate pro- 
vides the means to direct the narrow calibrated beam 
to any area of the dispersing element. 

The calibration measurements provide a determi- 
nation of the product of the optical transmission of 
the spectrometer and the electronic conversion effi- 
ciency of the detector over the aperture of the spec- 
trometer, over the pertinent area of the entrance slit, 
and over the wavelength range of interest. That is, 
the output signal S„ in whatever units it represents is 
related to the input signal S\ in photons by the rela- 
tionship 

~ ( 1 ) 

where K\\s proportional to the product of the optical 
transmission and the electronic conversion efficiency. 
/Cx is a constant for each wavelength if the detector 
and subsequent electronic circuits are linear over the 
required dynamic range of the instrument. Photo- 
multiplier tubes are linear over about 6-6 orders of 
magnitude when used in the current mode, but wide- 
range linear subpicoampere to microampere elec- 
trometers tax the state of the art; thus calibration at 
different signal levels is necessary if the full dynamic 
range capability of PM tubes is to be employed. 
Photoelectron-counting circuits do not normally have 
a. wide dynamic range or may be purposely designed 
to be nonlinear for purposes of data compression. In 
any case, by varying S\ during the testing over the 
dynamic range in which the spectrometer is to be 
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used provides a means of determining the variation 
of K\ with light intensity. 

There are often several modes of operation for the 
calibrated instrument, and each mode uses different 
geometrical and observational parameters to deter- 
mine the absolute brightness of the observed radiat- 
ing source. For example, if no external optics are 
used and the instrument observes an extended mono- 
chromatic source that Tills the optical aperture, the 
radiance of the source B in photons/sec/em'^/sr is 
given by 


_ ‘%F^- 

KM ’ 


( 2 ) 


where F is the focal length of the spectrometer col- 
limator; 

As is the area of the entrance slit ; and 
Af^ is the projected area of the dispersing ele- 
ment. 


If an extended source has a uniform spectral con- 
tinuum of spectral radiance B\ in photons/sec/cm^/sr 
/A, the spectral width AA of the exit slit must also be 
known and 



Note that the length of the exit slit is not a param- 
eter because the calibration procedures described 
below have indirectly included it. 

If the spectrometer is emp'’ yed without external 
optics to measure the absolute flux Fk from a distant 
point source (a star) with a uniform spectral contin- 
uum 


Kx ^ (photons/sor/cm^^A). 


where Ky is the calibration constant applicable to 
the restricted area of the disjjersing element which is 
illuminated. 
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rotated through an angle of 90“ about the common 
axis, and the detector signal is again measured. The 
ratio of signals from the two positions can be mea- 
sured to about 1% or 2%, and to within this uncer- 
tainty we have not been able to detect any polariza- 
tion in replica gratings of 3600 g/mm in the 1200- 
1800-A range with replicas made from several Bausch 
& Lomb masters. 


Fig. 2. Vacuum double monochromator «rith 90” rotation capa- 
bility between Hrst and second monochromator. 


If external reflecting optics are employed to focus 
an image of a distant source onto the spectrometer 
entrance slit, it is necessary to know the transmission 
coefficient of the telescope over the applicable wave- 
length range. It is often adequate to use test samples 
in association with the reflecting elements when they 
are coated to determine the transmission coefficient 
of the external optical ..ystem. Alternatively, the 
transmission of the telescope system can be mea- 
sured or the system can be attached to the spectrom- 
eter and an over all calibration obtained. We usual- 
ly employ the latter methods for purposes of ob- 
taining a cross check on the absolute accuracy. For 
these purposes we replace the folding mirror in the 
calibrated beam (Fig. 1) with a convex mirror to pro- 
duce a parallel beam that is focused by the external 
optics of the spectrometer onto the entrance slit. 
The parallel beam is narrow enough so that all the 
photons in the beam can be intercepted by the refer- 
ence photomultiplier tubes and by the calibrated 
diodes. 

III. Polarization Studies 

To establish that the gratings in monochromators 
that we have employed for our rocket and satellite 
experiments do not introduce significant polarization 
we have employed a double vacuum monochromator 
with a flight prototype grating in the first monochro- 
mator and the other with an identical grating, both 
being replicas from the same master grating. 

The experimental equipment for investigating po- 
larization effects is shown in Fig. 2. Light from a 
stable far-uv light source is sent through a first vacu- 
um monochromator and then through a second mo- 
nochromator to a stable photomultiplier tube detec 
tor. The mechanical interface between che two mo- 
nochromators includes a tubular section that permits 
the second monochromator to be rotated about an 
axis that is coincident with the central ray of its en- 
trance beam. The vacuum pumping system is at- 
tached to a pumping port on the first monochromator 
and also to a pumping port on the fixed section of the 
interface tube between the two monochromators. 
The mirror M in the second monochromator can be 
substituted for the grating G 2 so that the grating Gi 
can be tuned to the peak signal from an emission line 
of th* source. Then the second grating is rotated to 
the desired grating order, and the detector signal is 
measured. Next the entire second monochromator is 


IV. Component Evaluation 

The equipment shown in Fig. 2 can be used for ad- 
ditional measurements. If the reflectivity of the mir- 
ror Af is known, the absolute efficiency of the grating 
G 2 can be deterinined at any wavelength by measur- 
ing the ratio of the detector signal produced by the 
grating to that from the mirror. Likewise the scat- 
tering properties of the grating G 2 can be determined 
by setting the first monochromator on a bright spec- 
tral feature and measuring the detector signal from 
that spectral feature and the signals obtained for all 
angular positions of the grating G 2 . For most accu- 
rate measurements of scattered light it is desirable 
that the uv source be monochromatic or that only its 
strongest spectral features be employed so that the 
effect of light scattered by the first monochromator is 
minimized. 

Figure 3 shows information obtained in the GTE 
on scattering of light by gratings. The center of the 
Apollo flight grating was illuminated with Lyman a 
radiation. The scattered light reveals at least two 
families of Rowland ghosts plus a scattering contin- 
uum that apparently originates at the grating. This 
type of laboratory data has proven invaluable in the 
search for weak emissions from the various objects 
that were studied during the mission. 

We have also used this test equipment to compare 
detector systems for flight packages with calibrated 
laboratory detectors and with diodes calibrated at 
the National Bureau of Standards. Similarly, we 
have tested mirrors for flight instruments by the 
comparison method. In the case of the Apollo 17 uv 
spectrometer we were thus able to select the most ef- 
ficient optical and electronic components fer the 
flight instrument. 



Pig, .3. Measured percentage of scattered I.y o from Apollo 17 
flight grating. 
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V. Light Source for the Far-Ultraviolet Region 

The Apollo 17 calibration program required a light 
source providing line spectra over a range of wave- 
lengths from 1175 A to about 1700 A, which was high- 
ly stable for a period of about 1 h and which had 
emission lines or groups of lines within a 1-10-A 
band with radiance of roughly 10 ^“* photons sec“* 
cm“^ sr“'. The maximum slit area to be illuminated 
was 0.25 mm^, and the f number of the beam was 
nominally 80. The molecular hydrogen lamp that 
was developed for this purpose, of which thirty have 
been made, met these requirements, and because of 
broadly expressed interest some details of its proper- 
ties and method of fabrication are presented below. 

The possibility of making a lamp of this type rests 
upon certain peculiarly fortunate chemical and ther- 
modynamic properties of the physical system consist- 
ing of uranium uranium hydride (UH.d + hydro- 
gen (or any of its isotopes). The basic properties of 
this system were first investigated by Spedding et 
alJ' and were used by Dieke and Cunningham^ and 
Dieke and Crosswhite^ to produce high-purity spec- 
troscopic light sources of molecular hydrogen, the 
rare gases, and metals, the two latter sources employ- 
ing the properties of U as a getter. The present lamp 
is a logical extension of this earlier work. 

The properties of the uranium-hydrogen system 


that are important here are the following; ( 1 ) urani- 
um metal, when properly prepared in very finely 
powdered form, is an extremely powerful chemical 
getter for all gases normally encountered in spectro- 
scopic light sources except the rare gases; ( 2 ) the 
compounds formed between uranium and most ele- 
ments (hydride, oxide, nitride, etc.) have thermody- 
namic properties such that the hydride can be 
formed and dissociated reversibly to yield equilibri- 
um hydrogen pressures useful in discharge light 
sources (temperatures of 165-227°C give hydrogen 
pressures from about 0.1 Torr to 2 Torr'*), while ox- 
ides, nitrides, etc. are more tightly bound and require 
higher temperatures to dissociate them. As a conse- 
quence, a mixture of U + UH 3 , maintained at tem- 
peratures in the range indicated above, can provide a 
known and controllable pressure of hydrogen, while 
at the same time any uncombined pure uranium 
metal serves as a continuously acting effective getter 
for the other chemically active gases. 

The part of the lamp fabrication procedure that is 
concerned specifically with the uranium is outlined in 
the Appendix. 

The physical form and method of operation of the 
present lamp are indicated in Fig. 4. The light used 
for measurement purposes comes from an apprecia- 
ble length of the positive column of a weak continu- 
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TEMPCRATURC RCGULRTOR 


HEATER 



Fig. 5. Temperature regulator and heater for 
molecular hydrogen lamp. 


ous dc discharge, viewed end-on through a , (or 
LiK) window. The kmp current is controlled to bet- 
ter than ±0.05% by a commercially availeLi-^ preci- 
sion power supply. The temperature of the J + UH 3 
is controlled, as indicated in Fig. 5, to \/ithi.i aj> jroxi- 
mately ±1‘*C by a feedback circuit using a thermistor 
temperature sensor in intimate thermal contact with 
the electrically heated furnace that surrounds the 
spherical bulb containing the uranium. The equilib- 
rium temperature is typically about 190°C, corre- 
sponding to an equilibrium hydrogen pressure of 
about 0.36 Torr, although stable operation is possible 
over a considerable range of both pressure and cur- 
rent. 

With the heater control circuit (Fig. 5) set to give a 
temperature of the uranium bulb of approximately 


190° C and lamp current to about 60 mA, the lamp 
gives a rich spectrum of molecular hydrogen and 
strong Lyman a at 1216 A, the latter with some self- 
reversal. Figure 6 shows a sample scan of parts of 
the spectrum, taken with a spectrometer resolution 
of 0.08 A. The spectrum has been searched carefully 
between 1200 A and 1700 A, and no traces of impuri 
ties have been found. There is a small amount of 
continuum in the 1600-1700-A region which is due to 
molecular hydrogen. 

The stability of intensity has proven to be impres- 
sive; when a precision current-regulated power sup- 
ply is used and the temperature is controlled as 
shown, intensity variation of any spectral feature is 
less than 1%/h. Ordinarily the temperature control 
circuit is left running continuously. When the lamp 


1215. 68 A 


1218. 97 K 

Lj^\— La_ 


(a) 


1215. 68 A '218. 97 X 



Fig. 6. Sample spectra from the hydrogen lamp; (a) and (b), vicinity of 1216 k with different amplifier gaiiiH; (c) afiproxiniHlely 157(1 
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ig turned off, then turned on again hours or days later 
at the same current, the light output quickly returns 
to the same value it had when turned off. 

An interesting and unusual feature of this lamp is 
revealed in the stability and structure of the stria- 
tions in the discharge, which are particularly striking 
in the anode and cathode sections of the discharge. 
At typical operating pressure and current there may 
be between six and ten bright stationary striations in 
this region. After several weeks of operation they 
cause a slight discoloration of the glass in the form of 
rings, and at constant pressure and discharge current 
the striations hold this pattern indefinitely. In our 
experience we have never before encour.iered such 
stability of striations. 

The operating life of these lamps is not known. 
Some have operated for thousands of hours, with any 
degradation of performance or eventual termination 
due to external mechanical damage — breakage, chip- 
ping, or coating of the window with oil in vacuum- 
system accidents etc. Degradation due to vacuum oil 
coating^ of the window can be partially reduced by 
carefully polishing the outer face of the window with 
sapphire powder. 

We have not specifically investigated the effect of 
uv radiation from the discharge on the MgF 2 window 
transmission,® but no degradation in spectral trans- 
mission has been observed that is not attributable to 
external effects mentioned above. 

VI. Details of Calibration Test Equipment and 
Procedures 

As shown in Fig. 1 the test unit comprises two con- 
nected vacuum chambers (a premonochromator 
chamber and a main chamber that accepts the spec- 
trometer to be calibrated) which are connected by an 
interface valve 3 in. {7.6 cm) in diameter. Each 
chamber has a diffusion pump system with well- 
baffled liquid nitrogen traps and automatic vacuum 
control circuits, V/hich permit recycling the systems 
independently from high vacuum to atmospheric 
pressure and back to a vacuum pressure of 2 X 10~^ 
Torr in less than 5 min. 

The premonochromator chamber has a vacuum fit- 
ting by which a uv source can be mounted at the en- 
trance slit of a V 4 -m focal length Ebert grating mono- 
chromator that has a dispersion of 10 A/mm. The 
slits are ‘4 mm wide, providing a fixed spectral pass 
band of 2.5 A. A manually operated filter wheel at 
the premonochromator provides cutoff filters at 1250 
A (CaF 2 ), 1350 A (BaF 2 ), and 1650 A (high purity 
fused quartz), which are convenient for establishing 
that the mea.sured signal does not contain scattered 
light from the more intense long wavelength region of 
the line source. The exit .slit can be adjusted in 
length to a maximum value of 2.5 mm. The exit 
beam from the premonochromator goes to the folding 
mirror Mp, which is fitted with a square limiting dia- 
phragm to provide an f/80 beam. The reflected 
beam goes to the spherical concave mirror Mr, which 
forms an image of the exit slit at unit magnification 


in the main chamber at a distance of 1650 mm from 
Mr- Mt can be adjusted in two axes so that the 
image can be positioned at any point in the focal 
plane to within Vi mm. This adjustment can be 
made externally either manually or with an electrical 
drive system that includes two-axis readout dials. 
The transfer mirror can also be positioned to send 
the beam to either of the end-on photomultiplier 
tubes, PMTa or PMTu, which are about 3® off the 
central axis and 800 mm from Mr- Thus the beam 
illuminates a 10-mm X 10-mm area on the tube faces, 
which have a diameter of 25 mm. One of the refer- 
ence tubes has a Csl photocathode with a long-wave 
length cutoff at about 1700 A, the other a CsTe pho- 
tocathode with a long-wavelength cutoff at about 
3000 A. Both tubes have MgF 2 windows and are 
mounted on a vacuum cover plate that includes the 
electrical feedthrough connections for the tubes and 
interfaces to the vacuum chamber by means of a 
flange at the top of the premonochromator chamber. 

The cover plate also is equipped with a mechanical 
feedthrough to insert a mirror rhomb in the beam 
when it is in the central position so that the Csl refer- 
ence photomultiplier tube (PMTa) is illuminated. 
By this means the mirror rhomb reflectivity can be 
monitored at 1216 A throughout a calibration test to 
establish that the vacuum environment or vacuum 
pumping system is not producing optical contamina- 
tion. 

The main chamber, which receives the spectrome- 
ter to be calibrated, has a removable end bell mount- 
ed on three plastic wheels that permit rolling the end 
bell on the table surface of a laminar flow bench. 
Thus installation in the main chamber can be per- 
formed under clean-room conditions. 

The flight spectrometer is placed on the gimballed 
tray in the main chamber with the center of its en- 
trance slit on the central axis of the calibration beam 
and with the slit in the focal plane of the transfer 
mirror Mt- The tray is gimballed about horizontal 
and vertical axes, both of which pass through the 
center of the entrance slit. External controls with 
feedthrough mechanical linkages and readout dials 
are provided so that the spectrometer can be tilted to 
illuminate any area of the dispersing element with 
the //80 calibrated beam, with the beam position on 
the slit being independent of the tilt position to 
about iO.25 mm. 

The calibrated beam can be positioned at will in 
the entrance-slit plane. For a given slit position the 
gimballed tray on which the spectrometer is mounted 
can be tilted to illuminate various areas of the dis- 
persing element and the spectrometer focusing ele- 
ments. Large variations in sensitivity along the use- 
ful area of the detector at the exit slit of the spec- 
trometer under test or large nonuniformity in the op- 
tical efficiency of the dispersing element or focusing 
elements of the spectrometer disqualify those ele- 
ments for use in a spectrometer that is to be em- 
ployed for precision spectroradiometry. Thus in 
practice, variations in sensitivity along the slit and 
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across the spectrometer optical elements are relative- 
ly small and need to be determined at only a few 
wavelengths. Measurements at the center of the slit 
and at the center of the optical system for 10-15 dif- 
ferent wavelengths over a 500-1000-A range are ade- 
quate to acquire the needed calibration information. 

Most of the instruments that have been calibrated 
employ entrance and exit slits with a minimum width 
of 1 mm and a length of 5 mm. Instruments that 
employ slits with submillimeter widths must have 
wider slits of the same length substituted for calibra- 
tion purposes to insure that none of the photons in 
the calibrated monochromatic beam is cut off by the 
slits. To insure that no photons are cut off by the 
entrance or exit slit of the instrument under test, the 
calibration procedures call for establishing that the 
instrument output is constant for three positions of 
the beam between the entrarice slit jaws. This check 
is most conveniently made with the spectrometer 
scan stopped at the wavelength under study. Once 
the beam position is thus confirmed, the spectrome- 
ter is scanned through its full wavelength cycle as 
many times as necessary to provide a total output 
measurement not limited in its accuracy by photon 
statistics. It is desirable to accumulate a total of 
about 10‘^’ photoelectrons at the calibration wave- 
length so that the spectrum can be studied at all 
wavelengths for scattered light, false reflections, and 
grating ghosts. 

The reason for emphasis on use of wide slits in the 
spectrometer under test can be illustrated as follows. 
In an ideal instrument strictly monochromatic illu- 
mination of the entrance slit results in an aberration- 
free image of the entrance slit being projected onto 
the ecit slit, which is adjusted to have the same width 
as the image. The energy transmitted through the 
system vs grating angle is then an equilateral trian- 
gle. The width of the triangle is the width of the in- 
strumental response function, and the peak height 
gives the full transmitted signal at the illuminating 
wavelength. In an actual situation, because of aber- 
rations in the spectrometer, the images of the edges 
of the entrance slit will not be perfectly sharp, and 
the resulting transmission function will be wider, 
possibly asymmetric, and lower in peak value than 
the ideal triangle. The total area under the two 
curves will be the same, however, and this area plus 
knowledge of the actual slit widths permit calculation 
of the true peak value of the transmission function. 
Our experience indicates that effects of aberrations, 
including slight tilt errors between exit slit and inci- 
dent image, and slight departures from monochroma- 
ticity of illumination jointly leading to essentially tri- 
angular functions up to 20% greater than the true 
width can be used to infer the corrected transmission 
value. 

It might appear that energy lost because of astig- 
matism or misalignment of the image of the entrance 
slit on the exit slit in a direction perpendicular to the 
dispersion would introduce calibration errors. How- 
ever, radiation occulted by the top or bottom of the 


exit slit is in fact part of the instrumental transmis- 
sion function and is thus included in the procedures 
described here. 

The true peak value of the transmission function 
can also be calculated if the slit widths are small 
compared to the aberrations or departure from mo- 
nochromaticity of illumination of the calibration 
beam, but in this case large errors can be introduced 
that degrade the accuracy of the calibration. In par- 
ticular, extreme accuracy would be required of the 
scan drive mechanism in this case. The grating drive 
mechanisms for our flight instruments are more than 
adequate for the wide-slit procedure described above. 
For example, in one of our recent rocket flights,’^' the 
Lyman Alpha dayglow feature at 1216 A showed a 
peak value of 63 counts with 10- A physical slit 
widths, but with a measured 11. 5- A half-width, which 
gives a true value of 72.5 counts/sec. 

Just before a spectrometer calibration, and just af- 
terward, the reference photomultiplier tubes are 
subjected to calibration in absolute values. A photo- 
diode that has been calibrated at NBS is placed on 
the tray in the main chamber a distance of 400 mm 
behind the focal plane of the mirror Mr, so that it is 
illuminated over a 5-mm X 5-mm area. Preliminary 
visual observations with the premonochromator grat- 
ing set in central order and photoelectric scans of the 
uv beam will have established that the beam illumi- 
nation is relatively uniform. This is an essential con- 
dition because gross nonuniformity across the face of 
the photodiode or reference photomultiplier tubes 
could introduce a calibration error. 

During the calibration the monochromatic beam is 
periodically positioned on the appropriate reference 
photomultiplier tube to confirm that the source out- 
put is stable and that the premonochromator wave- 
length setting is unchanged. Likewise the mirror 
rhomb is periodically employed to determine that op- 
tical contamination has not occurred, and the mirror 
Mr is scanned across the reference photomultiplier 
to establish that the standard Mr coordinates for the 
reference tube have not changed. 

On the basis of extensive experience with the de- 
tectors and the measuring circuits (Fig. 7) over a pe- 
riod of about 3 years, no error of the magnitude of the 
uncertainty in the NBS calibration of the diode 
(i6%) is introduced by the method of calibrating the 
reference photomultiplier tubes. Tube calibrations 
before and after a spectrometer calibration always 
agree to within about 2%, although over a period of a 
year the reference-tube gain may decrease as a result 
of total photon exposure by as much a.s .50%. Like- 
wise, the high-voltage supplies and electrometers are 
highly stable over the period of several days that may 
elapse during a spectrometer calibration. Repeated 
recalibrations of diodes at NBS show only small vari- 
ations compared to the ±6% photodiode calibration 
uncertainty. This diode stability has been indepen- 
dently confirmed by repeated calibration of a spec- 
trometer over a period of about a year during which 


September 1975 / Vot U. No. 9 , APPLIED OPTICS 


?139 



< 1 



lT* •_ £•*1?'' J 


Fig. 7. Calibration facility elec- 
tronics block diagram (typical). 
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the spectrometer was sealed in a chamber filled with 
very dry highly purified nitrogen. 

Several modes of operation are required to obtain a 
precise calibration. 

(1) With the premonochromator set at a desired 
wavelength and with the exit slit image focused on 
the center of the test spectrometer entrance slit 
(which is wide enough so that the slit edges do not oc- 
cult any photons), the test spectrometer is cycled 
through several wavelength scans. 

(2) The premonochromator exit slit image is cen- 
tered between the jaws of the test spectrometer en- 
trance slit and is slowly scanned from one end of the 
slit to the other. For this measurement the test 
spectrometer can be set at the premonochromator 
wavelength or the test spectrometer can be cycled 
through its wavelength range to provide readouts at 
many points along the length of the slit. This obser- 
vation is necessary to determine the effective length 
of the entrance slit, which is multiplied by the known 
physical width of the entrance slits used in flight to 
detemiine the entrance slit area (AJ. 

(3) With the test spectrometer set at the premono- 
chromator wavelength, the beam is centered on the 
entrance slit of the test spectrometer. The gim- 
balled plate is set at a number of positions so that the 
relative signal from many areas of the diffraction 
grating can be determined. This test is repeated for 
other positions of the beam on the entrance slit. 

(4) The above measurements are repeated for a 
number of wavelengths. 

(5) At a bright spectral line, the lamp current and/ 
or the length of the premonochromator exit slit are 
varied to permit a determination of the degree of lin- 
earity of the detector and/or the detector electronics. 

(6) With !u- premonochromator set at its central 
order, the lest spectrometer is cycled through its 
wavelength range to determine the wavelength cali- 
bration of the wavelength drive mechanism. 

An almost completely independent check of the 
validity of these calibration techniques was obtained 
by a calibration check of the Apollo 17 prototype 


spectrometer in the vacuum optical bench at Godd- 
ard Space Flight Center, which also uses diodes cali- 
brated at NBS as standards. In the 1350 to 1700- A 
spectral range the two calibrations agreed to within 
the limits set by the diodes. At 1216 A, a 15-20% 
discrepancy appeared that was established as being 
due to the longer vacuum pumping time employed in 
the Goddard facility. Apparently the degassing of 
water vapor from the MgF 2 -Al coated replica grating 
or the MgF 2 -Al mirrors requires about 10-20 h, dur- 
ing which time the reflectivity at 1216 A increases. 
The use of longer pumping times in our facility 
brought our short wavelength calibration into agree- 
ment with the GSFC vacuum optical bench calibra- 
tion. This experience demonstrates how subtleties 
can erfep into any absolute measurement and 
suggests th.it our painstaking efforts to avoid system- 
atic errors were necessary. 

VII. Calibration Results 

During the preparation of the Apollo 17 uv spec- 
trometer, several calibrations were performed on sev- 
eral instruments over a period of about 1 year. 
Throughout the testing period, all instruments were 
stored or transported in special carriers providing an 
atmosphere of high-purity dry nitrogen, or in a clean- 
room atmosphere, or in a thermal vacuum chamber. 
These conditions were also maintained during the 
testing period at Cape Canaveral and during installa- 
tion in the spacecraft on the launch pad and through- 
out the prelaunch period through the launch phase. 
The flight instrument was installed in the spacecraft 
on the launch pad just after final calibration 6 weeks 
before launch. From the. time the flight instrument 
was first calibrated until 48 h before launch, it was al- 
ways accompanied by a test mirror rhomb whose re- 
flectivity at 1216 A was tested at intervals in a special 
fixture in the main chamber of the calibration test 
equipment. No degradation in the reflectivity of the 
test rhomb was detected to a limit of ±2%. Table I 
shows the reproducibility of the calibration of two of 
the Apollo 17 units at two wavelength.s. Table 11 
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Table I. Typical Apollo 1 7 UVS Calibrations 
(Normalized to 1.00 at Each Wavelength) 


Date 

Unit 

1463 A 

1608 A 

7 July 72 

Flight 

1.03 

1.02 

25 July 72 

Flight 

1.03 

0.99 

31 July 72 

Flight 

0.99 

0.99 

7 Aug. 72 

Flight 

0.95 

1.01 

13 Sept, 72 

Flight 

0.99 

0.99 

24 Apr. 72 

Backup 

0.99 

1.04 

1 May 72 

Backup 

0.99 

1.03 

22 May 72 

Backup 

1.02 

0.94 

25 May 72 

Backup 

1.00 

1.01 


Table II. NBS Diode Calibrations (Normalized) 
Diode 17195— Cst Photocathode 


Date 

1216 A 

1608 A 

17 Nov. 71 

0.97 

0.99 

23 March 72 

1.00 

0.99 

6 Nov. 72 

1.01 

0.99 

27 March 74 

1.01 

1.02 


shows the reproducibility of the NBS diode on suc- 
cessive recalibrations et NBS. The repeatability of 
these calibrations, the maintenance of a benign atmo- 
sphere through the launch phase, and the monitoring 
of the reflectivity of the test rhomb provide high con- 
fidence in the absoluLe accuracy of the radiometric 
results. 

One of the experimental results of the Apollo 17 
UVS mission was the measurement of the absolute 
brightness of several stars.'*' We believe, because of 
the techniques described above, that these measure- 
ments provide the most accurate existing uv stellar 
spectral radiance measurements for these stars. 

The calibration facility was designed and con- 
structed by Ray Lee Instruments, Pikesville, Md. 
The Applied Physics Laboratory of The Johns Hop- 
kins University was responsible for the Apollo 17 
flight hardware and provided support for the calibra- 
tion operations and the field operations. James 
Diggins provided the cross calibration in the Godd- 
ard Space Flight Center Vacuum Optical Bench and 
also assisted in many facets of the program. Robert 
Richardson was responsible for final installation and 
operation of the Calibration Facility. Robert C. 
Schaeffer conducted the calibration of all the Apollo 
units. Kdward Reed performed the flight simulation 
test during the mission with a spare instrument. The 
uv standards group at NBS calibrated the reference 
diodes under the direction of Robert P. Madden. 

The development of the calibration techniques de- 
scribed herein was supported by NASA grant NGR 
21-001-001. Construction of the calibration facility 
and support of the Apollo 17 spectrometer calibra- 
tion was financed by NASA contract NA.S 9-1 1.528. 


AppMKMx: Preparation of Uranium-Uranhim 
Hydride Powder 

The part of the lamp fabrication procedure con- 
cernod specifically with the uranium can be sketched 
as follows. About 1.2 g of pure uranium chips, turn- 
ings, or slivers cut from a thin uranium sheet are 
carefully cleaned in warm dilute HNO3 to remove the 
surface oxide, washed thoroughly in distilled water 
and dried, and put into the lamp’s small spherical 
container before appreciable oxide has reformed (% 
h). The lamp is sealed onto the vacuum system and 
pumped to about 10~® Torr, while the uranium bulb 
is heated by a small electric oven to about 200” C to 
drive off all moisture. The uranium is cooled to 
room temperature, and hydrogen is admitted to a 
pressure just under 1 atm. (The highest purity of 
hydrogen is not necessary, but it should be free of 
water.) The temperature of the oven is very slowly 
increased, while the pressure in the system is ob- 
served on an accurate pressure gauge. At tempera- 
tures of roughly l.S0°C a pressure drop indicates the 
beginning of the conversion of the metallic uranium 
to the hydride. Depending upon the ’•ate of change 
of temperature and the size and surface state of the 
uranium particles, only part of the uranium is con- 
verted to the hydride in this first step; consequently 
the oven temperature should be raised and lowered 
slowly between roughly ]00”C and 270“C .several 
times until the minimum pressure is approximately 
constant; as emphasized by Spedding,'^ carrying this 
step (or the later ones) to completion may require at 
least 48 h. Usually 4 h is sufficient to achieve rough 
ly 80% of any of the reaction.® involved, and, becau.se 
the quantity of uranium used is more than adequate, 
it is seldom worth the time to attempt totality of any 
of the reactions. One gram of uranium requires 0.1.5 
liter-atm of for complete conversion to UH (. It is 
convenient to provide sufficient volume in the gas- 
handling system so that the minimum pressure does 
not drop below about H> atm, because the reaction 
rate depends fairly strongly on excess hydrogen pres- 
sure. 

After conversb>:i to the hydride is <omplete, the 
lamp could bo used as a hydrogen source with no fur- 
ther changes, hut, because the gettering action c>f 
pure uranium is also desired, part of the hydrogen 
must be driven off. J'he shape of the curves, repre- 
-senting equilibrium dissociation pressure of hydro 
gen'’ over Ll + UH.j, suggests that U and UH i be pro- 
vided in roughly equal amounts, (’onsequently the 
oven temperature is raised to alxuit and held 

for several hours, when the UH | will l)e mostly disso 
dated, leaving pure uranium metal and hydrogen, at 
a pressure essentially equal to the initial cold filling 
pressure. (It is advisable to vary temperature be 
tween about 1()()°(' and several times, waiting 

several hours at ea< h end of the c\( le, until the corre- 
sponding total change in hydrogen pressure A/' is es 
sentially constant.) This value of A/’ is a dired 
measure of the quantity of hydrogen required to <-on 
vert the uranium completely to the hvdride 'I'he 
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last step is to raise the oven temperature to 430°C, 
wait for the pressure to stabilize, pump off enough 
hydrogen to drop the pressure by ^/2, cool to room 
temperature, and seal the lamp off the vacuum sys- 
tem. The uranium bulb then contains a mixture of 
approximately 50% uranium metal and 50% uranium 
hydride in the form of a dark brown or black powder 
of extremely fine particles. A small electrical heater 
with a temperature controller is then permanently 
installed on the spherical bulb. Care should be 
taken in handling the lamp, for if the processed ura- 
nium is exposed suddenly to air it burns to form a 
fine powder of uranium oxide that should not be 
breathed. 

The final touches to the above manuscript were 
performed by D. E. Kerr the day before surgery 
which discovered that he had terminal cancer. He 
responded to the referees’ comments during his final 
days. The surviving author wishes to point out that 
Professor Kerr was the major contributor to the de- 
velopment of the molecular hydrogen discharge tube, 
which is a critical component of the calibration sys- 
tem. 
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